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Conox® Sensor
Pediatric

Quick Reference Guide
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o Remove the sensor from the pouch.
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Clean the electrodes {
area of the patients’
skin with saline solution
before using the skin

prep.
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9 Place the sensor on the forehead according to
the figure. Place sensor @ €@ and finally




Press the borders of the electrodes in
order to stick them well and to ensure that
the conductive gel does not escape from
the electrode.

IMPORTANT:  Gentle pressure, AVOID strong
pressure in the center, on the numbers.

6 Connect the sensor to the patient cable.
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Push to disconnect.
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@ Press to check the impedance.

Optimum level is signaled by:
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This document may contain inaccuracies or typographical errors.
Modifications may thus be made, and included in later editions. Due
to the evolution of standards, and of legal texts and materials, the
characteristics indicated in the text and images of this document are
applicable only to the device with which it is included.
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